[Feedback channel for transmission of the ECG signal via telephone lines].
The elaborated devices produce a feedback channel in the three-channel system for ECG transmission through the telephone line. Crystal-controlled frequencies and medium-scale integrated microcircuits are used in the receiving and transmitting parts of the device. The system trial operation has demonstrated serviceability and interference immunity.